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Background: Adverse reactions, such as anaphylactoid shock, have been reported to occur frequently with the use
of polysulfone (PSf) membrane dialyzers. Polyvinylpyrrolidone (PVP) elution from the membrane may be a key
factor in these reactions. In this paper, we discuss the problems in the evaluation of PVP elution from PSf
membrane dialyzers sterilized by gamma-ray irradiation.
Methods and Results: PVP concentrations in the filling solutions in some wet-type PSf membrane dialyzers
are measured by Müller’s method as a standard measurement method. The PVP concentrations in autoclave
(AC)-sterilized dialyzers were one order of magnitude higher than those in the solutions in dialyzers sterilized
by gamma-ray irradiation. Because it is difficult to determine the PVP concentrations in the filling solutions sterilized
by gamma-ray irradiation by Müller’s method, single-fractionated-component PVP solutions with fractionated
components of PVP (K90 or K30) were prepared and the PVP concentrations of the solutions before and after
gamma-ray irradiation were determined. The results indicated that the PVP concentrations in the solutions
could be determined by Müller’s method before irradiation, whereas PVP was undetectable in the solution after
irradiation. For single-fractionated-component PVP solutions with K90 and K30, the changes in the structure of PVP
before and after gamma-ray irradiation were analyzed by high-performance liquid chromatography (HPLC). The
single-fractionated-component PVP solutions with K90 and K30 had a broad peak at retention times of 15 and
19 min, respectively, prior to the gamma-ray irradiation, whereas both solutions showed a similar sharp peak at a
retention time of 23 min after the irradiation. Based on these results, it is surmised that PVP is degraded by
irradiation to yield PVP degradation products of low molecular weight.
Furthermore, nuclear magnetic resonance (NMR) spectroscopy for PVP K90 solution was performed to confirm
the signals from the vinylpyrrolidone (VP) skeletal structures. Signals from the VP skeletal structures were detected
before the gamma-ray irradiation but disappeared after the irradiation. Thus, it appears that the degradation products
of PVP without VP skeletal structures cannot be detected by Müller’s method.
Conclusions: The measurement of PVP concentrations by Müller’s method is inappropriate for the evaluation of
PVP elution from PSf membrane dialyzers sterilized by gamma-ray irradiation.
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Currently, polysulfone (PSf) membrane dialyzers are used
worldwide because of their excellent solute-removal cap-
ability and beneficial cost-performance ratio. However,
adverse reactions induced by PSf membranes, includ-
ing relatively mild reactions and severe adverse reac-
tions such as anaphylactoid shock, have been reported
[1–3]. Polyvinylpyrrolidone (PVP) is usually used in
PSf membranes as a hydrophilic and a pore-opening
agent. While there have been a few reports identifying
the eluted PVP from PSf membranes as the cause of
severe anaphylactoid shock, most reported studies
have indicated that the causative factor is unclear.
Some studies have reported differences in the fre-
quency of appearance of allergy symptoms in the same
patient undergoing hemodialysis with the same type of
PSf membrane dialyzers but sterilized by different
methods [4, 5].
Based on the above background, we focused on the
elution of PVP or PVP degradation products from PSf
membranes sterilized by different methods. In this
paper, we discuss the problems in the evaluation of
PVP elution from PSf membrane dialyzers sterilized by
gamma-ray irradiation.
Methods
We carried out an in vitro study consisting of four ex-
periments to accomplish our study objective.
1. Analysis of the filling solutions on the blood and
dialysate sides of the dialyzers
The filling solutions on both the blood and
dialysate sides in several wet-type membrane
dialyzers were sampled and analyzed. The dialyzers
used for this experiment consisted of five types of
PSf membranes: RENAK PS-1.6, RENAK PS-1.6γ
(a trial gamma-ray-irradiated dialyzer), APS-15SA,
TS-1.6UL, and VPS-15HA. FDY-150GW with
polyether polymer alloy (PEPA) membrane and
BG-1.6PQ with polymethylmethacrylate (PMMA)
membrane were also used in comparison with PSf
membrane. All the dialyzers were used within 1 year
of sterilization (3–11 months).
The filling solutions from the blood and dialysate
side were collected at the outlet portion of the
dialyzers after the inlet portion was opened.
The ultraviolet (UV) absorbance at the
wavelength (λ) of 220 nm of each solution
was measured. The PVP concentration of each
solution was also measured by “Müller’s method”
based on iodometry [6]. The ultraviolet-visible
spectrophotometer, UV-1800 (Shimadzu Corporation),
was used for the ultraviolet (UV) light absorbance
measurements.2. Determination of the PVP concentration changes
in single-fractionated-component PVP solutions
before and after gamma-ray irradiation
Single-fractionated-component PVP solutions with
PVP concentrations of 10 and 50 ppm were
prepared by dissolving PVP reagents (K90 or K30)
in pure water and pouring them into containers.
The containers, made of glass, polypropylene (PP)
and polystyrene (PS), were used in order to evaluate
the influence of the housing material of the dialyzer.
The solutions were irradiated with gamma rays at
25 kGy. The PVP concentrations in each solution
before and after the gamma-ray irradiation were
measured by Müller’s method and compared. The
PVP reagents used were PVP K90 and K30 (Wako
Pure Chemical Industries, Ltd.). The K value of PVP
denotes the viscosity characteristic value, which is
correlated with the molecular weight. The K values
can be calculated from the following equation:
K ¼ 1:5 logνrel−1ð Þ= 0:15þ 0:003cð Þ
þ 300c logνrel þ cþ 1:5c logνrelð Þ2
 1=2
= 0:15cþ 0:003c2 ;
ð1Þ
where νrel and c denote the viscosity relative to
water and the PVP concentration (%) in the PVP so-
lution, respectively.
The average molecular weights of K90 and K30 are
360,000 and 40,000, respectively.3. Determination of changes of the PVP molecular
weight distribution in single-fractionated-component
PVP solutions before and after gamma-ray irradiation
Single-fractionated-component PVP solutions with
K90 or K30 with PVP concentrations of 50 ppm
were prepared by dissolving PVP reagent in pure
water and poured into containers made of glass.
The molecular weight distributions of PVP before
and after the gamma-ray irradiation were analyzed
by high-performance liquid chromatography
(HPLC). LaChrom Elite of Hitachi High-Technologies
Corporation, with the column, Shodex Asahipak
GF-HQ, of Showa Denko K.K. was used for the
HPLC, with the absorbances read at the λ wavelength
of 220 nm; 50 mmol/L of NaCl was used as the
mobile phase solution.4. Determination of the PVP structure changes in
single-fractionated-component PVP solution before
and after gamma-ray irradiation
A 50-ppm solution of PVP K90 was analyzed by
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the signals from the vinylpyrrolidone (VP) skeletal
structures. The Avance 500-MHz spectrometer
equipped with a cryoprobe (Bruker BioSpin K.K.)
was used for the NMR spectroscopy. The nuclide
and solvent used were hydrogen (1H) and heavy
water, respectively.Results
Analysis of the filling solutions on the blood and
dialysate sides of the dialyzers
Figure 1 shows the UV absorbance of the filling so-
lutions of the dialyzers. For the PSf membrane dia-
lyzers, the filling solutions on the dialysate side
showed higher UV absorbance values than the fill-
ing solutions on the blood side. No such results
were obtained for the PEPA and PMMA membrane
dialyzers.
Figure 2 shows the PVP concentrations of the filling
solutions measured by Müller’s method. The RENAK
PS-1.6 sterilized by autoclave (AC) showed a one
order of magnitude higher filling solution PVP con-
centration than the dialyzers sterilized by gamma-ray
irradiation. A significant difference in the filling solu-
tion PVP concentration was found between the
RENAK PS-1.6 and RENAK PS-1.6γ dialyzers, which. 1 UV absorbance of the filling solutions of several dialyzers. Symbols c
ectively. The ultraviolet-visible spectrophotometer UV-1800 (Shimadzu Corp
the measurement was set at 220 nm. In regard to the materials c
ysulfone, polyester polymer alloy, and polymethylmethacrylate, res
g an autoclave and gamma-ray irradiation, respectivelywere the same type of dialyzer differing only in the
sterilization method.Determination of the PVP concentration changes in
single-fractionated-component PVP solutions before and
after gamma-ray irradiation
Figure 3 shows the PVP concentrations of single-
fractionated-component PVP solutions measured by
Müller’s method before and after gamma-ray irradiation.
PVP was not detectable in any of the solutions in any
container that was sterilized by gamma-ray irradiation.Determination of changes of the PVP molecular weight
distribution in single-fractionated-component PVP
solutions before and after gamma-ray irradiation
Figure 4 shows the HPLC results before and after
gamma-ray irradiation. The peak intensities for single-
fractionated-component PVP solutions with K90 and
K30 before gamma-ray irradiation were observed at re-
tention times of 15 and 19 min, respectively. These
peaks were relatively broad, suggestive of a wide distri-
bution of molecular weights. On the other hand, after
the gamma-ray irradiation, both solutions showed simi-
lar peak intensities at a retention time of 23 min, and
the peaks were relatively sharp for both.losed square and open square denote the blood and dialysate sides,
oration) was used for the UV absorbance measurement. The wavelength (λ)
onstituting the dialysis membranes, PSf, PEPA, and PMMA denote
pectively. AC and gamma-ray indicate the sterilization method
Fig. 2 PVP concentrations of the filling solutions of several dialyzers measured by Müller’s method. Symbols closed square and open square
denote the blood and dialysate sides, respectively. The PVP concentrations were measured by Müller’s method. In regard to the materials
constituting the dialysis membranes, PSf, PEPA, and PMMA denote polysulfone, polyester polymer alloy, and polymethylmethacrylate, respectively. AC
and gamma-ray indicate the sterilization method using an autoclave and gamma-ray irradiation, respectively
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fractionated-component PVP solution before and after
gamma-ray irradiation
Figure 5 shows the signals from the VP skeletal structures
obtained by NMR spectroscopy. The findings confirmedFig. 3 PVP concentrations of single-fractionated-component PVP solution
measured by Müller’s method. The average molecular weights of K90 and
of glass, polystyrene (PS), and polypropylene (PP). The initial PVP concent
irradiation was carried out at 25 kGychanges of the PVP structure. Before the gamma-ray ir-
radiation, the single-fractionated-component PVP solution
with K90 showed clear peaks (a–e) corresponding to the
VP skeletal structures. On the other hand, no such peaks
were observed after the gamma-ray irradiation.s before and after gamma-ray irradiation. PVP concentrations were
K30 are 360,000 and 40,000, respectively. The containers were made
rations before the irradiation were set as 10 and 50 ppm. Gamma-ray
Fig. 4 PVP molecular weight distribution before and after gamma-ray irradiation determined by high-performance liquid chromatography (HPLC).
The initial PVP K90 or K30 concentrations before irradiation were set at 50 ppm. LaChrom Elite of Hitachi High-Technologies Corporation with the
Shodex Asahipak GF-HQ column of Showa Denko K.K. was used for the HPLC, with the measurement of the absorbance carried out at the wavelength
(λ) of 220 nm; 50 mmol/L of NaCl was used as the mobile phase solution
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Analysis of the filling solutions on the blood and
dialysate sides of the dialyzers
The differences in UV absorbance values observed be-
tween the blood- and dialysate-side filling solutionsFig. 5 Confirmation of signals from the vinylpyrrolidone (VP) skeletal struct
500-MHz spectrometer equipped with a cryoprobe (Bruker BioSpin K.K.) wa
hydrogen (1H) and heavy water, respectivelyfor several dialyzers seem to strongly depend on the
membrane structure. PSf is one of the asymmetrical
membranes and has a skin layer on the inner surface
of the hollow fiber and a support layer with a gradient
or porous structure. Elution from the membrane toures by nuclear magnetic resonance (NMR) spectroscopy. The Avance
s used for the NMR instrument. The nuclide and solvent used were
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stricted by the skin layer as compared to elution on
the side of the dialysate. PEPA is also an asymmetrical
membrane, with two skin layers on the inner and
outer surfaces of the hollow fiber and a gradient/por-
ous structure between the skin layers. PMMA is one
of the symmetrical homogeneous membranes. In both
PEPA and PMMA, no significant differences in elution
were observed between the blood and dialysate sides,
evidently because of their membrane structures.
As shown in Fig. 2, there were some differences of the
PVP concentrations in the filling solutions among dia-
lyzers sterilized by gamma-ray irradiation. Especially,
VPS-15HA with PSf coated by vitamin E showed a low
PVP concentration of the filling solution on the blood
side as compared to the results for other dialyzers, pre-
sumably because the vitamin E coating restricts PVP
elution.
There were significant differences in the filling solu-
tion PVP concentrations between the AC-sterilized
and gamma-ray-sterilized dialyzers. As shown in Figs. 1
and 2, the differences in the PVP concentrations
between the RENAK PS-1.6 and RENAK PS-1.6γ
dialyzers, which differed only in respect of the
sterilization method, were greater than the differences
of the UV absorbance between the dialyzers. It is
thought that some substances produced after gamma-
ray irradiation might not be detectable by Müller’s
method.
We can consider two reasons for these results.
First, in dialyzers sterilized by gamma-ray irradiation,
the PVP elution may be influenced by cross-linking-
insolubilized PVP induced by gamma-ray irradiation.
Second, it seemed that after gamma-ray irradiation,
PVP was degraded, with the production of PVP degrad-
ation products. These degradation products might not
be detectable by Müller’s method.
In this study, the subsequent experiments were carried
out to confirm whether the latter postulation is correct
or not.Analysis of PVP concentration changes in single-
fractionated-component PVP solutions before and after
gamma-ray irradiation
As shown in Fig. 3, it was revealed that neither PVP
nor PVP degradation products could be detected after
gamma-ray irradiation in any of the containers by
Müller’s method. Therefore, it is thought that the use
of Müller’s method is inappropriate for the evaluation
of PVP elution from PSf membranes sterilized by
gamma-ray irradiation. Furthermore, the determination
of the PVP concentration by “Müller’s method” is inde-
pendent of the container material.Analysis of changes of the PVP molecular weight
distribution in single-fractionated-component PVP
solutions before and after gamma-ray irradiation
The experiments were carried out to determine the changes
in PVP induced by gamma-ray irradiation.
As shown in Fig. 4, it seemed that the structures of
both PVP K90 and K30 changed after gamma-ray irradi-
ation, with the production of PVP degradation products
of low molecular weight. Both PVP K90 and K30 ap-
peared to be depolymerized by gamma-ray irradiation,
with the production of VP monomers that are thought
to be poisonous.
Determination of the PVP structure changes in single-
fractionated-component PVP solution before and after
gamma-ray irradiation
As shown in Fig. 5, no VP skeletal structures could be de-
tected by NMR spectroscopy in the single-fractionated-
component PVP solution with K90 after gamma-ray
irradiation. This finding suggests that the PVP in the solu-
tion was degraded and changed to other substances and
that this is the reason for the lack of detectability of the
substance by Müller’s method.
If it is assumed that the anaphylactoid reactions re-
ported in patients undergoing dialysis with gamma-
ray-irradiated PSf membrane dialyzers are caused by
the degradation products of PVP produced by gamma-
ray irradiation, it may be easy to understand why these
patients test negative for PVP in the scratch and prick
tests. This may also explain why patients in whom the
dialyzer was changed from an autoclaved PSf mem-
brane to a gamma-ray-irradiated PSf membrane exhib-
ited anaphylactoid shock [4, 5]. However, the precise
relationships between such adverse reactions and the
degradation products of PVP still remain unclear and
the available evidence remains insufficient, and further
studies are needed.
Conclusions
We demonstrated that the degradation products of PVP
produced by gamma-ray irradiation lack in VP skeletal
structures and cannot be detected by Müller’s method.
Therefore, use of Müller’s method may be inappropriate
for the evaluation of PVP elution from polysulfone mem-
branes in dialyzers sterilized by gamma-ray irradiation.
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